Another source of aerosol causing nosocomial Legionnaires' disease.
We report on a 64-year-old man who developed pneumonia after a laryngectomy. Legionella pneumophila serogroup Leiden-I was isolated from his sputum. Investigation revealed that infection followed exposure to an aerosol from a mechanical humidifier.